Purpose: The aim of this work was to evaluate the use of an angularly independent silicon detector (edgeless diodes) developed for dosimetry in megavoltage radiotherapy for Cyberknife in a phantom and for patient quality assurance (QA).
Stereotactic radiosurgery (SRS) is a modern radiotherapy technique
that employs multiple narrow beams to deliver conformed and precise high radiation dose to the target from different directions in single or few fractions. 1, 2 It requires an accurate target localization and identification which can be achieved by physical stereotactic immobilization devices registering patient to a fixed frame (e.g., Gammaknife) or by imaging-guided methods (such as Cyberknife Synchrony). 3 Due to the small beam size and precise conformation of dose distribution, SRS treatment can reduce radiotoxicity to normal tissues and organs at risk and improve the probability of local tumor control. 4 It is used often for intracranial (brain tumor) and recently extracranial lesions such as spine and breast tumors.
The small treatment volume sizes that are used in SRS introduce several dosimetric challenges for quality assurance (QA) which are not observed in standard conformal radiotherapy. Most predominant challenges are related to the dimensions of the detectors relative to the radiation field size which leads to a volume averaging effect and the fluence perturbation caused by the materials adopted for fabrication of the devices. Perturbation is created due to the variety of stopping power ratios of the materials composing the sensitive volume and surrounding packaging of the detector relative to water and consequently the alteration of the detector response. [5] [6] [7] [8] [9] [10] [11] [12] Due to these effects, the uncertainty in small field dosimetry is significantly higher and errors are notably larger than in dosimetry of traditional radiotherapy field sizes. In nonisocentric radiation delivery modalities, all these effects must be combined with the angular dependence of the dosimetry devices which cannot be easily mitigated using a correction factor based on the relative position of the linac gantry. Ideally, the detectors used for QA in robotic SRS equipment such as Cyberknife should be energy, dose rate, and angular independent. In addition, they should have the ability to obtain high spatial resolution measurement without perturbing the radiation beam. 4, [12] [13] [14] Although ionization chambers are considered a reference standard in radiotherapy dosimetry, 4,15.16 the relative large size of the sensitive volume introduces severe volume averaging effects for the smallest field sizes which overestimate the penumbra of the field and underestimate the output factor. 4, 17 Additionally, mini chambers suffer from reduction in their sensitivity and increased noise level due to their small sensitive volume size. 4 Radiochromic films have been widely used in small field dosimetry because of their near water-equivalent material and the suitability for measuring dose profiles with high spatial resolution. 18, 19 They are also angularly independent but suffer from lack of reproducibility which depends on processing conditions and procedure. Diamond detectors have been of high interest in small field measurement recently for their near tissue equivalence in a photon beam, high spatial resolution, and realtime readout. 1 However, they are expensive and exhibit dose rate dependence 5, 12 and interdevice reproducibility. Silicon diodes are one of the most common detectors adopted for small field dosimetry. The relatively low average ionization energy required to produce an electron-hole pair (3.6 eV) and its density make silicon diodes very sensitive and very small sensitive volumes can be manufactured. 20 The mass collision stopping power ratio of electrons for silicon-water makes silicon diodes almost completely energy independent for MV range energies. 20 However, the application of silicon diodes in a small field measurement, especially in nonisocentric noncoplanar and flattering filter free (FFF) modalities like Cyberknife, is limited by directional and dose rate dependence.
The angular dependence of silicon diodes results from their geometry and construction; directionality depends also on the energy of incident beam, field size, and the back scattering from the packaging material creating variations in sensitivity up to 25% with angle of incidence. 21 
| MATERIALS AND METHODS

2.A | Edgeless detectors
The edgeless detectors are fabricated using a lateral implantation technique instead of a standard planar semiconductor fabrication processes. The lateral implantation produces a 3D p-n junction (or ohmic contact) surrounding the die that is leading to full charge collection. Although the edgeless technology allows for processing of both p-and n-type substrates, in this work, the devices adopted are only n-type, with the top side junction being p + −n and the lateral junction n + −n. The diodes have dimensions of 0.5 × 0.5 × 0.5 mm 3 [ Fig. 1 technology.
dosimetric measurements with the edgeless diodes have been performed on the G4 machine, the phantom study measurements were performed using both the M6 and G4 generations Cyberknife.
2.C | Plastic and water phantoms
Relative dose measurements were performed using medium and 
2.C.1 | Timber phantom
Cyberknife is also used for clinically suitable lung lesions, particularly when the lesion is in proximity to organs at risk thanks to its capability to track the motion of the target accurately. 27 In order to test the edgeless detectors for patient-specific QA, two timber phantoms have been manufactured to mimic a lung with and without an inter- 
2.D | Verification of response angular dependence for noncoplanar irradiations
A key characteristic of the edgeless detectors is the angular independence, particularly important in Cyberknife due to its intrinsic noncoplanar radiation delivery. The edgeless detectors have been characterized in terms of angular dependence in cross-and in-plane delivery in Ref. [21] with variation in the response within ±2% for angles between ±90 degree. In this work, we performed also a delivery of the radiation in a plane at 45 degrees between the cross-and 
2.E | Linearity and calibration factor
Calibration and verification of the response linearity of the edgeless diodes were performed under reference calibration conditions with the Cyberknife head perpendicular to the phantom at source to detector distance (SDD) of 800 mm and using the fixed cone of 60 mm diameter as suggested by the IAEA-493. 28 The detectors have been placed at a depth of 1.5 cm and calibrated by irradiating each device in increments of 100 cGy up to a total accumulated dose of 400 cGy. Each irradiation step has been repeated three times to evaluate the repeatability of the measurement. 
2.F | Dose per pulse dependence
2.G | Field size factor measurement
Field size factor is a parameter which must be characterized for each machine and collimation system adopted. The measurement of the field size factor was carried out in a medium size MP3 motorized water tank at the Cyberknife G4. The edgeless diode was attached to a plastic holder allowing it to be remotely controlled for 3D movement in the water phantom with a step resolution of 0.1 mm.
The diode was placed at a depth 15 mm and its lateral position was adjusted remotely to obtain maximum signal corresponding to the center of the radiation field from the collimator. The alignment 
2.H | Tissue-phantom ratio measurement
Tissue-phantom ratio was measured using a large size (60 × 60 × 60 cm 
2.I. | Beam profile measurement
Profile measurements were performed with the diode embedded in 
2.J | Patient-specific QA measurement
In order to assess the performance of the edgeless detectors in patient-specific QA, the timber phantoms were imaged with Philips Brilliance Big Bore CT Simulator (Philips Electronics N.V., Amsterdam, Netherlands) and Toshiba Aquilion LB scanner. The phantoms were scanned with four diodes inserted for an accurate localization of the sensors and to determine the doses expected in such positions as the calculation of the treatment planning system (TPS). Three fiducial markers were placed in the phantoms to track and correct their position during the treatment with the help of the dual orthogonal x-ray imaging system. The treatment plans were generated using Multiplan (Accuray Inc., Sunnyvale, CA, USA). The software uses two different dose calculation methods to evaluate the radiation dose absorbed in a medium. One method is Ray Tracing (RTrac) which adopts a classical semi-analytic method using experimental data such as off-axis ratio, TPR, and output factor to calculate the dose kernel and the effective path length to correct for heterogeneities. 29 The second method is Monte Carlo which adopts a virtual source (phase space file of the linac head) to calculate the dose. 29 Three plans of uniform coverage were created using the RTrac method.
Plan 1 and Plan 2 were created using the heterogeneous phantom ( Fig. 3) and delivered by the CyberKnife G4 and M6, respectively. Plan 3 was created with the homogenous phantom and delivered on Cyberknife M6 with and without a breathing motion simulated by a 3D sinusoidal movement of the phantom.
this patterned motion is tracked by the Synchrony Respiratory Motion Tracking System in order to assess the effect of the flashing due to the image-guided tracking system and of the microphonic noise introduced by the moving platform.
In all plans, the gross tumor volume included the target volume (solid water sphere) and the four diodes. The edgeless detector locations were individually contoured on the CT images of the phantoms in order to evaluate precisely the doses at their locations in the plan and compare them with doses measured experimentally at the same locations in the phantom. At each detector location, average, minimum, and maximum doses were estimated with the TPS. Figure 3 shows the positions of the detectors inside the heterogeneous phantom: two edgeless diodes were placed inside the spherical solid water target volume whereas the remaining diodes were placed in timber in order to evaluate whether the detector would be able to distinguish the higher dose deposition expected inside the lesion. The plans were incorporated 50 sets of beamlets. Each set (called a node) contains one or more beams which are delivered to the target through unique linac head positions in space. The full set of nodes is called path set which is usually constructed and optimized by the TPS (with no or marginal control from the operator) to deliver the plan. The details of the plans are summarized in Table 2 .
2.K | Patient-specific QA measurement using EBT3
Gafchromic EBT3 film was used as benchmark for the patient-specific QA measurements. The film was cut into 7 × 7 cm 2 pieces and placed inside the phantoms and irradiated under the same irradiation conditions of the edgeless diodes. Each piece was prescanned and scanned 36 h after the irradiation by an Epson XS11000 with 48 bit depth color and a resolution of 72 DPI. In order to minimize the effect of optical nonuniformity, the films were scanned taking care of the orientation and the position on the scanner bed. In order to take into account warming up effects of the scanner, each film has been scanned six times and only the last three images were used to evaluate the optical density. The calibration curve has obtained by irradiating eleven 3 × 3 cm 2 film cuts from 0 to 1000 MU and scanned using the same protocol. The images of the films have been analyzed using ImageJ version 1.43U (National Institutes of Health, Bethesda, MD, USA). Gy/pulse corresponding to depth in water of 15 mm, SSD of 800 mm where detector was placed and delivered with the fixed cone of 60 mm diameter. These settings are generally recognized as the reference calibration conditions. cylindrical phantom. The detector has the connection tail along the axis of the phantom which is placed on the couch. The couch is rotated of 45 degree. The diode shows a variation within ±1.5% also for a noncoplanar beam delivery and in agreement with the results obtained in Ref. [21] .
| RESULTS
3.A | Linearity and calibration factors
3.C | Dose per pulse dependence 65% reduction in the dose rate corresponds to the dose rate variation from a beam collimated by a 60 mm diameter cone to a fixed cone of 5 mm diameter. Such variation suggests that no corrections are required for the response of the edgeless detectors in low-dose rate conditions. When the SSD decreases, the variation in the response of the detector increases by a factor of approximately +5%, suggesting that for very short SSDs (from 700 to 650 mm), a correction factor should be taken into account to correct for the dose rate dependence 
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The edgeless diodes show an agreement with SNC EDGE diodes in the field size range of 25 to 60 mm with discrepancies within ±1%, while at smaller field sizes from 5 to 20 mm, discrepancies do not exceed ±2.6%.
3.E | Tissue-phantom ratio Table 3 shows full width half maximum (FWHM) and penumbra width (80%-20%) of the profiles which have been obtained by using an interpolation-shape-preserving fit (with a resolution step of 0.01 mm). Figure 8 and Table 3 show an agreement between the FWHM recorded by the edgeless and the SNC EDGE diodes within 2.3% for all the beam profiles and the discrepancies in penumbra width are within 0.148 mm.
3.F | Beam profiles measurements
3.G | Patient-specific QA measurement Table 4 The discrepancies recorded by the edgeless detectors in respect to TPS data can also be addressed considering that no correction has been applied to the detector for dose rate dependence. The plans selected for this experiment are all "body path" plans with a source-to-target distance (SAD) which varies between 80 and 100 cm. Because of the variation in distance, we have a small variation in the dose rate dependence (approximately 2% for this distance range), which may affect some of the irradiation beams delivered at SAD larger than 80 cm. The field size factor measured by the edgeless diodes (correction-free) agrees within 2.6% when compared to the SN EDGE diodes corrected by the appropriate coefficients.
| CONCLUSIONS
T A B L E 3 Experimental results of full width half maximum (FWHM) and 20%-80% penumbra for both edgeless and SN EDGE diodes, measured with Iris collimator field sizes of 5, 10, 30, and 60 mm. Patient plans were also simulated and delivered to a lung phantom with four edgeless diodes placed across the gross target volume.
The differences between patient-specific QA measurements with the edgeless diodes were within 4.72% when compared to TPS, for all the phantom configurations. These preliminary results are limited in terms of type of plan delivered and clinical scenarios adopted but demonstrate that the edgeless diodes are a valuable technology also for patient QA, providing a real-time dosimetry evaluation also for noncoplanar radiotherapy modalities, without requiring a correction factor for angular dependence, even when organized in an array of multiple single diodes.
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